CALIBRATE DEPTH STRIP

1) From the “READY” screen, press {SHIFT}{DEPTH}.

2) Select Option {2} “CALIBRATE”.

3) Position the source rod in the “SAFE” position. Press {ENTER}.

4) The gauge calibrates the depth strip. It then indicates that the depth strip is in the automatic mode and returns to the “READY” screen.